Endoscopic treatment of gastric cancer has made great advances because of the introduction of endoscopic submucosal dissection (ESD) \[[@CR1]\]. ESD has made it possible to remove large lesions exceeding 2 cm and has become a popular procedure for the treatment of gastrointestinal (GI) tract tumors.

However, ESD is time-consuming and technically difficult, and complications such as perforation and bleeding sometimes occur. Even when ESD is successfully performed, there is a risk of delayed perforation or bleeding for several days after ESD due to the artificial ulcer. Therefore, 5--7 days in-hospital after ESD is generally needed.

Through-the-scope clips (TTSCs) have been available for nearly 20 years, and applications include the treatment of GI bleeding, closure of perforations and fistulae, and anchoring of feeding tubes \[[@CR2]--[@CR4]\]. Although these devices are relatively inexpensive and easy to use, they have limited opening widths and closing strengths and are usually ineffective in the case of fibrotic tissue. Closure of post-ESD artificial gastric ulcer with TTSCs is not always feasible, especially for larger defects after ESD \[[@CR5]\].

One recent study demonstrated the feasibility and use of a novel over-the-scope clip (OTSC) system (Ovesco Endoscopy AG, Tübingen, Germany) \[[@CR6]\]. Experimental studies have demonstrated the ability of the OTSC to close perforations and control arterial bleeding \[[@CR7]--[@CR10]\].

Closure of post-ESD artificial gastric ulcer is not common in the present clinical setting. We considered that complete closure of post-ESD artificial gastric ulcer would be useful to prevent delayed bleeding and perforation and shorten the length of hospitalization. It is difficult to completely close post-ESD artificial gastric ulcer using a single OTSC or only TTSCs, because the gastric mucosa is thick and hard. We considered that a therapy combining a single OTSC and multiple TTSCs might facilitate the closure procedure.

Here, we report for the first time a closure technique for post-ESD artificial gastric ulcer using a combination of a single OTSC and multiple TTSCs.

Patients and methods {#Sec1}
====================

The indications for inclusion in this study were patients with early gastric cancer or gastric adenoma 3 cm or less in diameter which did not involve the cardiac or pyloric region. 12 patients fulfilled these indications. They were admitted to Japan Labour Health and Welfare Organization Niigata Rosai Hospital from June 2013 to March 2014. Written informed consent was obtained from all patients, and the ethics committee of our hospital approved this study.

The OTSC system is mounted onto the tip of a high definition gastroscope (Olympus GIF-Q260 J; diameter of 9.9 mm; working channel of 3.2 mm; Olympus, Tokyo, Japan) in the same manner as a band ligator device. In this study, we used the "traumatic" version of OTSC, which has pointed teeth (clip length; 10 mm). The clip is preloaded into the applicator cap in an open state. The OTSC consists of a shape-memory nitinol alloy, which returns to its initial shape when it is released from the applicator, causing closure of the clip. The clip is deployed by stretching a wire using a hand wheel mounted on the working-channel access port of the endoscope. The OTSC Twin Grasper (Ovesco Endoscopy, Tübingen, Germany), deployed through the working channel, was used to facilitate approximation of the tissue before closure (Fig. [1](#Fig1){ref-type="fig"}). The Twin Grasper has two independently movable lateral claws. Thus, all layers of both incision edges can be grasped separately and approximated in preparation for full-thickness closure with the OTSC.Fig. 1The over-the-scope clip (OTSC) Twin Grasper, which was used to facilitate approximation of the tissue before closure

The closure process was as follows: (1) ESD caused formation of an artificial ulcer (Fig. [2](#Fig2){ref-type="fig"}A). (2) The lateral edge of the artificial ulcer was grasped by one arm of the OTSC Twin Grasper (Fig. [2](#Fig2){ref-type="fig"}B). (3) The other opposing edge of the artificial ulcer was grasped with the second arm of the OTSC Twin Grasper, and the two sides of the artificial ulcer were brought into complete contact (Fig. [2](#Fig2){ref-type="fig"}C). (4) The re-apposed tissue was pulled into the OTSC cap at the tip of the endoscope. The grasper, including apposed tissue, was withdrawn into the cap before the clip was applied, then (5) sufficient suction was maintained to aspirate the tissue surrounding the artificial ulcer into the cap (Fig. [2](#Fig2){ref-type="fig"}D). (6) The OTSC was then released by turning a wheel on the shaft of the endoscope, similar to the endoscopic band ligation method (Fig. [2](#Fig2){ref-type="fig"}E). (7) TTSCs, such as ZEOCLIP (Zeon Medical Inc., Tokyo, Japan) or Rotatable Clip Fixing Device, EZ Clip, long type, HX-610-135L (Olympus Medical Systems Corp., Tokyo, Japan) were then used to close the open part of the ulcer adjacent to the released OTSC (Fig. [2](#Fig2){ref-type="fig"}F). (8) Finally endoscopic inspection was performed to visually confirm complete closure (Fig. [2](#Fig2){ref-type="fig"}G).Fig. 2Endoscopic view of the over-the-scope clip (OTSC) closure procedure: **A** The artificial ulcer was created by the ESD. **B** The lateral edge of the artificial ulcer was grasped by one arm of the OTSC Twin Grasper. **C** The other opposing edge of the artificial ulcer was grasped with the second arm of the OTSC Twin Grasper. **D** the re-apposed tissue was pulled into the OTSC cap, and sufficient suction was maintained to aspirate the tissue surrounding the artificial ulcer into the cap. **E** The OTSC was released by turning a wheel on the shaft of the endoscope. **F** Through-the-scope clips (TTSCs) were used to close the open ulcer part around released OTSC. **G**, Endoscopic inspection was performed for visual confirmation of complete closure

Results {#Sec2}
=======

Characteristics and outcomes of the 12 patients are summarized in Table [1](#Tab1){ref-type="table"}. Their average age was 71.0 ± 8.0 years (mean ± standard deviation \[SD\]). The upper third:middle third:lower third ratio of tumor location was 3:6:3. Mean tumor size was 19.5 mm, and mean size of resected specimen 39.3 mm. The mean operating time for resection was 47.9 min. The rate of en-bloc and margin-free resection was 100 %. Early gastric cancer:gastric adenoma was 9:3. Mean size of the artificial ulcer was 54.6 mm. The mean operating time for closure of post-ESD artificial gastric ulcer was 15.1 min. The rate of complete closure of post-ESD artificial gastric ulcer was 91.7 % (11/12). Mean numbers of OTSC and TTSCs were 1 and 5.8 per patient, respectively. The OTSC and TTSCs dropout rate and the rate of discharge on the day following ESD were 0 % and 91.7 %, respectively. The OTSC dropout rate after ESD after two months was 8.3 %. The complication rate (ex. delayed perforation, postoperative bleeding and gastric stenosis) was 0 %.Table 1Characteristics and outcomes of study patientsNo.SexAgeLocation (U/M/L)Tumor size (mm)Size of resected specimen (mm)Resection time (min)Size of artificial ulcer (mm)Complete closure time(min)OTSC (No.)TTSCs (No.)Days of hospitalization1M64U183237403411022M65M15284345161523M60M1944745581524M78M184038551511025M78M25433760181626M64L2244485091527M79M2248766071328F74L15352550--1049M74M24425560915210F77U244042701319211M78U204576601414212M60L1230245024172*OTSC* over-the-scope clip, *TTSCs* through-the-scope clips

The lesions of three patients (Patients no.1, 10, 11) were located in the upper third of the stomach. In the complete closure procedure, the center of the artificial ulcer was grasped by an OTSC to lower the ulcer as much as possible, and TTSCs were used to reinforce the open parts of the ulcer on the oral and anal sides of the OTSC (Video 1).

The lesions of six patients (Patients no. 2--5, 7, 9) were located in the middle third of the stomach. The lesions of four of these six patients (Patients no. 2--5) were located in the lesser curvature side and on the greater curvature side in the remaining two patients (Patients no.7, 9). In the complete closure procedure at the lesser curvature side in the middle third of the stomach, the center of the artificial ulcer was grasped by an OTSC to lower the ulcer as much as possible, and TTSCs were used to reinforce the open parts of the ulcer on the oral and anal sides of the OTSC (Video 2). In the complete closure procedure of the greater curvature side in the middle third of the stomach, the anal side of the artificial ulcer was grasped by an OTSC to lower the ulcer, and TTSCs were used to reinforce the open part of the ulcer on the oral side of the OTSC.

The lesions of three patients (Patients no. 6, 8, 12) were located in the lower third of the stomach. In the complete closure procedure of 2 patients (Patients no.6, 12), the anal side of the artificial ulcer was grasped by an OTSC to lower the ulcer, and TTSCs were used to reinforce the open part of the ulcer on the oral side of the OTSC (Video 3). In one patient (No. 8), we were not able to completely close the post-ESD artificial gastric ulcer. In this patient, we could not reinforce the open part of the ulcer by TTSCs, because the lower third was very narrow, and the OTSC, which had been released toward the oral side of the artificial ulcer, interfered with the TTSCs.

Discussion {#Sec3}
==========

ESD-associated complications such as perforation and bleeding are still serious considerations in the treatment of gastrointestinal tract tumors. Some studies have shown that postoperative bleeding occurs in 6--16 % of patients after gastric ESD \[[@CR11]--[@CR13]\]. We therefore considered that complete closure of post-ESD artificial gastric ulcer would decrease exposure of the submucosal vessels to gastric acid, pepsin, mechanical stimuli, and decrease postoperative bleeding. In the present study, we were able to successfully close artificial gastric ulcers after ESD using a single OTSC and multiple TTSCs in all 13 patients without postoperative bleeding.

There are few reports of closure of post-gastric ESD as compared with post-colorectal ESD. We consider that the main reason is difficulty of closing a large mucosal defect, because gastric mucosa is thick and hard. Mucosal closure with TTSCs is not always feasible, especially for larger defects after ESD \[[@CR6]\]. The complete closure of post-ESD artificial gastric ulcer using TTSCs alone is technically very difficult, and the rate of complete closure was 62 % (37/60), far lower than with our technique \[91.7 % (11/12)\] \[[@CR6]\]. There is a previously described method for closure of post-ESD artificial gastric ulcer with a detachable snare and clips \[[@CR14]\]. This procedure did not seem to be easy, and the rate of complete closure of post-ESD artificial gastric ulcer was 61 % (16/26), which is lower than that of the present study.

Recently Kantsevoy et al. \[[@CR15]\] reported the closure of large post-ESD defects with the Overstitch endoscopic suturing device which has been specifically designed for tissue approximation. The rate of complete closure of post-ESD artificial gastric ulcer was 100 % (4/4), but the procedure appears technically difficult, and its use has not become widespread.

Although OTSC is a new device, it is now in use throughout the world. It enables the closure of GI defects (fistulae, perforation sites, leaks) and stops severe bleeding from large lesions of the GI tract \[[@CR7]--[@CR10]\]. OTSC surpasses other techniques in terms of breadth and closure power and must therefore improve therapeutic options in endoscopy. We considered that post-ESD artificial gastric ulcer could be closed to some extent by a single OTSC although complete closure of large ulcer is difficult with only a single OTSC. Accordingly, we performed a combination therapy involving a single OTSC and multiple TTSCs to achieve complete closure of post-ESD artificial gastric ulcer. It was relatively easy to completely close post-ESD artificial gastric ulcer with TTSCs after a single OTSC was used, because both edges were strongly grasped by the single OTSC. From our experience, we consider that the anal side of the artificial ulcer should be grasped by the OTSC for lesions in the lower third and greater curvature side of the stomach, because clipping is difficult to perform on the anal side of the OTSC. On the other hand, for lesions in other areas of the stomach, the center of the artificial ulcer should be grasped by the OTSC to lower the ulcer as much as possible. In any case, our post-ESD artificial gastric ulcer closure technique is technically easy and does not need special training.

The closure technique allowed us to discharge our patients after only 2 days instead of the traditional 5--7 days and resulted in significant cost savings. Although we planned for a 2-day hospital stay, surgery on an outpatient basis may be possible using our technique.

Our study had several limitations. First, ESD cases involving the cardiac or pyloric region were not indicated for this closure procedure, because there is a high risk of stenosis after ESD. Second, ESD cases for very extensive tumors were not indicated, because it is technically difficult. Therefore, in this study, we selected patients with early gastric cancer or gastric adenoma 3 cm or less which did not involve the cardiac or pyloric region. Third, this closure procedure was not indicated when the lower third of the stomach was very narrow, because it is technically difficult. In fact, we were unable to completely close the post-ESD artificial gastric ulcer in one patient in our study for this reason.

In conclusion, we consider that our complete closure method of artificial gastric ulcer after ESD is useful for shortening the period of hospitalization and reducing treatment cost. However, further investigations will be needed to establish the appropriate role of the closure method.
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**Video 1. Closure procedure of lesions located in the upper third of the stomach.** The center of the artificial ulcer was grasped by an over-the-scope clip (OTSC) to lower the ulcer as much as possible and through-the-scope clips (TTSCs) were used to reinforce the open ulcer on the oral and anal side of the OTSC. (WMV 12091 kb)
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**Video 2. Closure procedure of lesions located in the middle third of the stomach.** The center of the artificial ulcer was grasped by an over-the-scope clip (OTSC) to lower the ulcer as much as possible and through-the-scope clips (TTSCs) were used to reinforce the open ulcer on the oral and anal side of the OTSC. (WMV 12191 kb)

###### 

**Video 3.** **Closure procedure of lesions located in the lower third of the stomach.** The anal side of the artificial ulcer was grasped by an over-the-scope clip (OTSC) to lower the ulcer and through-the-scope clips (TTSCs) were used to reinforce the open part of the ulcer on the oral side of the OTSC. (WMV 12200 kb)
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